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Energy Harvesting and Sensing With Embedded
Piezoelectric Ceramics in Knee Implants
Mohsen Safaei, Student Member, IEEE, R. Michael Meneghini, and Steven R. Anton

Abstract—The knee replacement is one of the most com-
mon orthopedic surgical interventions in the United States;
however, recent studies have shown up to 20% of patients
are dissatisfied with the outcome. One of the key issues
to improving these operations is a better understanding
of the ligamentous balance during and after surgery. The
goal of this paper is to investigate the feasibility of embed-
ding piezoelectric transducers in the polyethylene bearing
of a total knee replacement to act as self-powered sensors
to aid in the alignment and balance of the knee replace-
ment by providing intra- and postoperative feedback to the
surgeon. A model consisting of a polyethylene disc with a
single embedded piezoelectric ceramic transducer is inves-
tigated as a basis for future work. A modeling framework
is developed including a biomechanical model of the knee
joint, a finite element model of the knee bearing with en-
capsulated transducer, and an electromechanical model of
the piezoelectric transducer. Model predictions show that a
peak voltage of 2.3 V with a load resistance of 1.01 MΩ can
be obtained from a single embedded piezoelectric stack,
and an average power of 12 µW can be obtained from a knee
bearing with four embedded piezoelectric transducers. Uni-
axial compression testing is also performed on a fabricated
sample for model validation. The results found in this paper
show promising potential of embedded piezoelectric trans-
ducers to be utilized for autonomous self-powered in vivo
knee implant force sensors.

Index Terms—Energy harvesting, orthopedic implant,
piezoelectric sensing, self-powered sensors, total knee re-
placement (TKR).

I. INTRODUCTION

EACH YEAR, over 620 000 patients receive total knee re-
placements (TKRs) in the US [1]; however, a recent study

shows that only 80% of patients are satisfied with their func-
tion and level of pain after surgery [2]. A major complication
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Fig. 1. Schematic of a TKR implant.

of TKRs is improper ligamentous balance, which can lead to
accelerated loosening, instability and wear of the articular sur-
faces, reduced range of motion, and osteolysis. Sharkey et al. [3]
reported that infection, loosening, and instability are the three
main causes of knee implant failure. Current surgical practices
for the balance of ligamentous forces rely heavily on the sur-
geon’s experience and their interpretation of the tactile “feel” of
a balanced knee [4], [5]. The lack of quantitative measures for
intraoperative balancing presents a need to measure tibiofemoral
forces in vivo to develop improved surgical procedures and im-
plant designs [6]. For reference, a schematic of a standard knee
implant is illustrated in Fig. 1 showing the femoral component,
tibial tray, and ultra-high molecular weight (UHMW) polyethy-
lene bearing.

The use of sensors for intra- and postoperative measurement
has attracted much interest in the field of biomedical research
in recent years, especially in the field of orthopedics. Intraoper-
ative sensory systems are currently commercially available for
use in TKR surgeries; however, they are utilized for intraopera-
tive data acquisition and must be removed prior to the conclu-
sion of the surgery, as they are not capable of in vivo survival
[6]–[8]. These intraoperative sensors, therefore, cannot provide
any postoperative measurements. Several research groups have
investigated the development of embedded sensors for intra- and
postoperative measurement of tibiofemoral forces. Early works
dating back to the mid-‘90s first explored the use of load cells or
strain gages for measurement of forces and moments in TKRs
[9]–[12]. The first sensor-embedded TKR to be implanted in a
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patient to collect in vivo data was presented by D’Lima et al.
in 2006 and consisted of four embedded load cells and a mi-
crotransmitter for wireless communication [10]. The limitation
of early designs is that they require an external power source,
which is achieved via inductive coupling through an obtrusive
coil system placed around the patient’s knee. Since the phys-
ical movement of the patient’s knee can be obstructed due to
this external fixturing, the collected data may not represent the
uninhibited joint motion.

The optimum data collection method for in vivo force mea-
surement would allow for acquisition during surgery as well as
postoperatively during normal daily activities without disturb-
ing the patient. To this end, a few recent studies have investigated
the use of piezoelectric transducers to sense knee loads as well
as to harvest compressive knee forces in order to create energy
to power the embedded sensor system [13]–[18]. In one of the
most recent works, Almouahed et al. [15] presented a design
in which four low-profile piezoelectric transducers were placed
between the tibial tray and polyethylene bearing to measure
knee forces as well as center of pressure. Results showed suc-
cessful identification of center of pressure as well as the ability
to harvest around 5 mW of raw power under simulated uniaxial
knee loading. The drawback, however, of existing self-powered
approaches is that the traditional implant design is modified in
order to accommodate the energy harvesting and sensing com-
ponents which requires modification of surgical techniques and
presents challenges for the adoption of these designs into ev-
eryday practice. A more ideal scenario would be to embed the
sensors in the polyethylene bearing in order to allow traditional
and FDA-approved tibial components to be used as well as to
locate the sensing device in the closest proximity of the contact
point and force to optimize accuracy.

This paper aims to show, through a combined numerical and
experimental approach, that piezoelectric ceramic transducers
can be embedded into the polyethylene bearing of a TKR to act
as self-powered sensors in order to improve the alignment and
balance of the knee replacement by providing both intraopera-
tive and postoperative feedback. Specifically, this paper focuses
on the sensing and energy harvesting performance of embed-
ded piezoelectrics and builds upon the author’s previous work
[19]. A simplistic bearing design consisting of a single piezo-
electric transducer placed in the center of a cylindrical disc of
polyethylene is adopted in this paper to allow investigation of
the coupled physics of embedded piezoelectrics. Biomechani-
cal modeling, finite element (FE) analysis, and electromechan-
ical modeling are used to develop a comprehensive modeling
framework capable of predicting the performance of an embed-
ded piezoelectric device. Based on the modeling framework,
simulations are performed for embedded monolithic and stack
piezoelectric configurations. Fabrication of several simplified
bearings is accompanied by uniaxial compression testing to val-
idate the models. The overall goal of this paper is to show that
the electricity generated by a piezoelectric element integrated
into a knee replacement bearing under normal walking condi-
tions is sufficient to be measured by a typical low-power circuit
(that can also be embedded in the bearing), as well as to power
the embedded circuit.

Fig. 2. Schematic of (a) conceptual UHMW bearing with multiple em-
bedded piezoelectric transducers and (b) simplified UHMW bearing in-
vestigated in this paper with a single embedded piezoelectric transducer.

II. CONCEPTUAL DESIGN

The conceptual design envisioned for the future of this paper
consists of a UHMW TKR bearing with multiple (four or more)
embedded piezoelectric transducers, as shown in Fig. 2(a). Mul-
tiple embedded piezoelectric elements are potentially capable
of providing the ability to sense and transmit the magnitude and
location of the applied compartmental forces on the UHMW
bearing surface through an integrated circuit including signal
conditioning, data storage, and data transmission components.
In addition, the envisioned embedded piezoelectric transducer
system is capable of harvesting and storing energy to power the
aforementioned encapsulated electronics using separate power
harvesting circuitry. The aforementioned circuitries will be em-
bedded along with the piezoelectric transducers inside the knee
bearing. The final instrumented implant eventually works in two
distinct modes, energy harvesting mode and sensing mode. In
energy harvesting mode, the sensing circuitry is on standby to
decrease the power consumption, and the device harvests and
stores the energy from knee motion during daily activities. On
the other hand, the system switches to sensing mode for a short
period of time and starts to collect, process, and transmit data
from the knee according to a predefined procedure by the doctor
using the stored power. The data obtained from the knee joint
in terms of axial forces and the location of contact points repre-
sents the alignment and health of the joint, which can be used by
surgeons, physical therapists, and medical device manufacturers
to help improve surgical procedures and implant designs.

In this paper, a simplified bearing geometry is adopted in
order to allow investigation of the feasibility of the conceptual
design in terms of both sensing and energy harvesting, as well as
fabrication of prototype devices and subsequent uniaxial com-
pression testing. Specifically, a cylindrical disc of UHMW with
a smaller cylindrical piezoelectric ceramic element embedded
within the polyethylene at the geometric center is used, as shown
in Fig. 2(b). It should be noted that UHMW is the most com-
monly used material in orthopedic implant bearings thanks to its
low coefficient of friction, good wear resistance, and biocompat-
ibility [20]. PZT-5A, a lead zirconate titanate piezoelectric ma-
terial, is used in this paper since it is a common material widely
used in the piezoelectric energy harvesting and sensing commu-
nity, and is readily available from various manufacturers [21].
The UHMW disc has a diameter of 45 mm and a thickness of
8 mm. These dimensions are chosen to simulate the approximate
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TABLE I
GEOMETRIC AND MATERIAL PROPERTIES OF UHMW BEARING AND PIEZOELECTRIC TRANSDUCER (ε0 = 8.85 × 10−12 F/m)

Geometric Properties UHMW Bearing PZT-5A Piezoelectric Material Properties UHMW Bearing PZT-5A Piezoelectric

Diameter (mm) 45 8 Young’s modulus (GPa) 0.83 54
Thickness (mm) 8 3 Poisson’s ratio 0.42 0.35

Density (kg/m3) 950 7600
Piezoelectric constant, d33 (pC/N) ___ 400

Relative permittivity (εT
33/ε0) ___ 1900

size of a TKR bearing. The piezoelectric transducer has a diam-
eter of 8 mm and a thickness of 3 mm, which allows for eventual
placement of multiple, spatially distributed transducers within
the bearing. A cylindrical pocket of 8 mm diameter and 3 mm
depth is removed from the UHMW disc to allow the piezoelec-
tric transducer to fit perfectly within the disc. These dimensions
are defined in this paper as the reference geometry of the system.
The material properties and geometry of the UHMW and piezo-
electric transducer are given in Table I. The material properties
of UHMW are taken from the UHMW biomaterials handbook
[22], and the properties of PZT-5A (APC 850) are taken from
the manufacturer (APC International, Ltd.) specifications [23].

III. MODELING

A three-phase modeling framework is developed in this pa-
per in order to predict the behavior of a piezoelectric transducer
embedded in a polyethylene TKR bearing. In the first phase,
biomechanical modeling is performed using OpenSim model-
ing software to predict the force loading experienced by the
knee during normal walking conditions. In the second phase,
FE analysis is performed in ANSYS software in which a sim-
plistic bearing with embedded piezoelectric transducer is sub-
jected to the predicted knee loads from the first phase in order to
predict the percentage of axial load that is transferred through
the polyethylene bearing to the embedded piezoelectric. Lastly,
the third phase involves electromechanical modeling using
MATLAB software to predict the voltage and power genera-
tion of the piezoelectric transducer given the loads calculated
in the second phase by FE analysis. Each modeling phase is
described in detail in the following sections, and the modeling
framework is then applied in order to simulate the output of
the system in terms of generated voltage and power from em-
bedded monolithic (to allow experimental validation) and stack
transducers.

A. Biomechanical Modeling

In order to accurately predict the electrical output of a piezo-
electric element embedded in a polyethylene knee replacement
bearing, it is necessary to first determine the force experienced
by the knee joint under normal walking gait. Many studies have
focused on the development of such a force profile throughout
the past several decades [24], [25]. While valuable information
about the force behavior of the knee joint has been provided by
these studies, none of these models have produced predictions
that closely match data collected from instrumented knees.

Fig. 3. Axial force profile developed in OpenSim for a 165.7 lb (75 kg)
male who is 70.8 in (180 cm) tall under normal walking gait.

In this paper, OpenSim, an open-source biomechanical mod-
eling software [26], is used to simulate the tibiofemoral force
profile experienced in normal walking gait that is used through-
out this research. The software combines experimental kine-
matic data with numerical models of human anatomy and can
be used to predict joint reaction forces. The software utilizes
several input parameters, such as kinematics of gait, force ac-
tuator data for ligaments, and external loads on the foot, in a
joint analysis tool to calculate the joint reaction forces on the
musculoskeletal model.

The axial force profile developed in OpenSim is shown in
Fig. 3. It should be noted that the independent variable used in
the figure is gait percentage which maps linearly to time. The
timespan of the data shown in the figure is 1.2 s. As shown
in the figure, the load profile has two separate peaks. The first
peak is associated with the impact loading experienced by the
knee joint when the heel strikes the ground. The second peak
corresponds to the maximum force experienced by the knee
as weight transfers from one foot to the other. Furthermore,
the peak force is roughly 3.4 times bodyweight, which agrees
well with peak values suggested in the literature of around
2.5-3 times body weight [27], [28]. It should be noted that the
model used in the present simulation predicts the knee force for
a 165.7 lb and 70.8 in healthy male under normal walking gait,
and can be different for individuals with different age, weight,
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Fig. 4. Cross-sectional view of FE model showing embedded piezo-
electric and mesh detail.

height, and gait pattern. This load profile provides a reasonable
approximation of tibiofemoral force for a general case and will
be used throughout this study.

B. Finite-Element Modeling

With the tibiofemoral load profile determined, it is possible
to utilize FE analysis to predict the amount of force that is trans-
ferred through the polyethylene bearing to an embedded piezo-
electric transducer. In this study, a FE model of the polyethylene
knee bearing with an embedded piezoelectric transducer is cre-
ated in ANSYS. A cross-sectional view of the FE model is given
in Fig. 4. The model consists of SOLID187, CONTA174, and
TARGE174 (for contact surfaces) elements automatically se-
lected and placed by the software, and contains 622,649 nodes
and 431,944 elements. The element size for PZT and UHMW are
0.3 mm and 0.8 mm with a maximum aspect ratio of 7.5, which
are finely refined on the corners and on the contact surfaces. A
mesh refinement study was conducted to ensure that the model
predictions converged. It should be noted that piezoelectricity
is not considered in the FE model and is addressed separately
using an electromechanical model, therefore, the piezoelectric
transducer is modeled as a passive element. The boundary condi-
tions between the embedded piezoelectric and the UHMW disc
are defined to be frictional with a friction coefficient of 0.12
[22], [29]. The bottom face of the UHMW has a frictionless
support applied. This is intended to replicate the unconstrained
lateral expansion of the bottom face when the UHMW sample
is loaded in compression. The external force is applied in com-
ponent form to act solely in the z-direction (refer to Fig. 4) in
order to duplicate the uniaxial load case that is to be replicated
experimentally. Again, these forces are derived from the load
profile that was generated using OpenSim. A transient analysis
is performed with an initial time step of 0.01 s and 120 steps.
Force and displacement convergence are achieved for all the
steps with 206 cumulative number of iterations.

C. Electromechanical Modeling

The electromechanical behavior of piezoelectric materials is
well described in the IEEE Standard on Piezoelectricity [30].
The governing equation for an N-layer piezoelectric stack under

Fig. 5. Transferred force to the embedded PZT transducer obtained
from FE.

uniform compressive loading (as utilized in this paper), assum-
ing that the electrodes of each piezoelectric layer in the stack
are connected in parallel to a single resistor, is given by

Ceff
p

dv (t)
dt

+
v (t)
R

= deff
33 Ḟ (t) (1)

where Ceff
p is the effective piezoelectric capacitance, v(t) is the

voltage output across the resistor R, deff
33 is the effective piezo-

electric constant, and F (t) is the compressive force applied to
the piezoelectric stack. The effective piezoelectric capacitance
can be stated as

Ceff
p =

NεT
33A

h
(2)

where εT
33 is the dielectric constant, A is the surface area, and

h is the thickness of a single layer. The effective piezoelectric
constant can be expressed as deff

33 = Nd33 where d33 is the piezo-
electric strain constant. It is necessary to note that, based on (1),
the generated voltage and the applied force on the piezoelectric
transducer (sensed force) are correlated. Therefore, results pre-
sented in this paper in terms of voltage or force represent the
sensing performance of the system similarly. Furthermore, the
average power Pavg can be found by

Pavg =
1
T

∫ T

0

v2 (t)
R

dt (3)

where T is the time span for the simulation.
It should be noted that the governing expression given in (1)

for the voltage generated by a piezoelectric disk under an in-
put force is first order. This equation, in contrast to common
resonant-based energy harvesting models, therefore, is valid for
excitation frequencies significantly below the resonance fre-
quency of the device. In this regime, the harvester exhibits first-
order dynamics; such is the case in this paper.

MATLAB software is used in this paper to numerically sim-
ulate the piezoelectric output. Again, the input force used in
the MATLAB simulation is derived by applying the OpenSim
force profile as the input to the FE model and determining the
percentage of force that is transferred through the UHMW to
the piezoelectric transducer.
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Fig. 6. Simulation results for uniaxially loaded embedded monolithic piezoelectric including (a) output voltage versus gait cycle and (b) average
output power versus load resistance.

D. Modeling Results

Using the modeling framework described in the previous sec-
tions, the electromechanical behavior of the sample illustrated
in Fig. 4 is obtained. Initially, a monolithic piezoelectric trans-
ducer is chosen based on the availability of transducers ob-
tained to experimentally validate the model. Fig. 5 shows the
force profile transferred to the embedded PZT transducer in the
UHMW disk obtained from FE analysis. The ratio of the force
applied to the PZT to the total force applied to the bearing (see
Fig. 3) is about 5%. This force profile is utilized in MATLAB
to develop the voltage signal generated by the PZT element.
Fig. 6 shows the generated (a) voltage and (b) average power
using the reference geometry and for various load resistances.
When simulating the generated voltage, the resistive loads are
chosen from 99.7 kΩ to 1.01 MΩ to represent a realistic range
of loads for piezoelectric energy harvesting and sensing (spe-
cific values are selected to match those used in the experimental
testing, as described later). It can be seen that the output voltage
of the PZT transducer increases with resistive load, as expected,
and for a 1.01 MΩ resistor, a peak absolute voltage of around
0.5 V is obtained. When simulating the average output power of
the system, a much broader range of load resistances is used to
capture the optimal load resistance. From the results, it can be
seen that a maximum of 3 μW is generated for a 428 MΩ opti-
mal load resistance. The behaviors shown in Fig. 6 are expected
and well known for piezoelectric transduction.

The large optimal resistive load for maximum harvested
power is a result of the monolithic nature of the piezoelectric
transducer. It should be noted that the purpose of the model
presented here for a monolithic piezoelectric element is to allow
experimental validation (presented in the next section). Utiliza-
tion of a piezoelectric stack transducer, on the other hand, can
result in a significant reduction in the optimal load resistance
to a more reasonable level due to the increase in capacitance
as a result of the stack configuration [31]. Furthermore, the
output voltage of the PZT element can be optimized (in this
case, increased for improved sensing and energy harvesting

performance) by using a specific stack configuration whereby
the individual layers are wired in parallel.

In order to predict the performance improvement when
utilizing a stack configuration, the model is updated to include
a piezoelectric stack and simulations are performed to consider
sensing and energy harvesting performance. As described pre-
viously, the envisioned embedded sensing system will consist
of separate circuitry for load sensing and for energy harvesting
(each with independent effective load resistance applied to the
piezoelectric transducer). First, considering the sensing perfor-
mance, Fig. 7(a) illustrates the variation of maximum voltage
generated from an embedded piezoelectric stack under a load
resistance of 1.01 MΩ (1 MΩ is a common input impedance
for analog-to-digital converters, and previous simulations have
been performed at 1.01 MΩ; therefore, this is chosen here
for comparison purposes) for various number of piezoelectric
layers up to 50 layers. Note, the overall thickness of the PZT
remains constant while the number of layers is varied in the
simulation. Input voltages in the range of 1 to 2.5 V have been
reported for low-power sensing and data transmitting circuits
for biomedical applications [32], [33]; therefore, the simulation
results show that a piezoelectric stack with at least∼5 layers can
provide adequate voltage for sensing purposes. Next, the energy
harvesting performance can be considered. As mentioned pre-
viously, a stack geometry can yield more reasonable matched
resistive load for maximum attainable power as compared to
a monolithic transducer. Fig. 7(b) shows the optimal resistive
load to obtain the maximum power as well as the peak generated
voltage under the corresponding optimal resistive load for a
piezoelectric stack with different number of layers up to 50
layers. It has been reported that impedances from 10 to 300 kΩ
have been applied in piezoelectric-based energy-harvesting
systems for different applications [34], [35]. Moreover, an input
voltage around 1 V is shown to be adequate for low-power im-
plantable energy harvesting circuits for biomedical applications
[36]. Considering the desired impedance and input voltage
range, a piezoelectric stack with 40 to 50 layers can provide
adequate voltage and matched impedance for energy harvesting
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Fig. 7. (a) Variation of peak generated voltage from piezoelectric stack for different number of piezoelectric layers under 1.01 MΩ resistive load.
(b) Variation of optimal resistive load to obtain maximum average power and the peak generated voltage under optimum resistive load for various
number of piezoelectric layers.

Fig. 8. Simulation results for uniaxially loaded embedded 40-layer piezoelectric stack including (a) output voltage versus gait cycle and (b) average
output power versus load resistance.

electronics. In conclusion, based on the range of number
of layers for sensing and energy harvesting performance,
a piezoelectric stack with 40 layers and with a matched
resistive load of 263 kΩ is chosen here to be compared with
the monolithic case. The applied load, boundary conditions,
transducer material, and overall geometry are identical to those
used in the former analysis for a monolithic piezoelectric.

Fig. 8 shows the generated (a) voltage and (b) average power
for a UHMW disc with embedded 40-layer PZT-5A stack.
Compared to the monolithic piezoelectric (presented previously
in Fig. 6), a remarkable increase in output voltage of the system
for sensing purposes can be observed (a peak absolute voltage
of 2.3 V for a stack versus 0.5 V for a monolithic transducer for
a 1.01 MΩ load resistor). Furthermore, simulation results also
show that the average output power of 3 μW can be obtained
for an optimum resistor of 263 kΩ for the stack compared to
428 MΩ for the monolithic transducer, which is much more
reasonable for piezoelectric energy harvesting circuitry. Note,
the voltage versus gait cycle profile exhibits differences between

monolithic piezoelectrics [see Fig. 6(a)] and multilayer stacks
[see Fig. 8(a)]. This is due to the nonlinearity of the system
parameters (capacitance and piezoelectric coupling terms) in
(1), which dictate the time response of the system. Considering
the conceptual design of an instrumented knee bearing system
containing four embedded piezoelectric transducers [see
Fig. 2(a)] under full knee load, an average power of 12 μW
can be generated from the system during a single gait cycle.
With regards to the power required to sense and transmit knee
loads, previous research has shown that a circuit designed for
collection and processing of the data from force sensors em-
bedded in knee implants (circuit contains a signal conditioner,
microprocessor, power management circuit, and wireless
transmitter) shows a power consumption as low as 140 μW
[33]. The system explored in this paper, therefore, provides
promising potential to supply power to an integrated measure-
ment circuit and allow operation on a duty cycle around 8.5%,
while simultaneously sensing the forces applied to the UHMW
bearing.
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Fig. 9. Fabricated bearing showing (a) inserted piezoelectric and
(b) fully assembled bearing.

IV. EXPERIMENTAL VALIDATION

In order to verify the FE and electromechanical models dis-
cussed in Section III-B and C, it is necessary to build a physi-
cal prototype and subject it to experimental testing in order to
compare modeling predictions to experimental measurements.
Details of the prototype bearing fabrication with embedded
piezoelectric transducer, experimental compression testing, and
comparisons between model predictions and experimental re-
sults are given in the following sections.

A. Sample Fabrication

As discussed previously, a simplified bearing geometry is
adopted in this paper in order to allow for fabrication of proto-
type devices and subsequent uniaxial compression testing. The
specimens created in this paper consist of a disc of UHMW
sectioned into upper and lower halves with recessed pockets
for a smaller piezoelectric disc to be placed within the bear-
ing. Photographs of the fabricated samples are given in Fig. 9.
The geometric properties of the fabricated device match those
utilized for the model and given previously in Table I. Due to
availability, a monolithic PZT-5A piezoelectric element (APC
850) is used in the prototype device. The thickness mode nat-
ural frequency of the piezoelectric element is 680 kHz. The
highest frequency contained in the input force profile is approx-
imately 25 Hz. This is far below the resonance frequency of the
piezoelectric element, which indicates that use of the first-order
analytical expressions discussed in Section III-C is valid.

Fabrication of the prototype bearings is accomplished by first
machining two 4-mm-thick UHMW discs with a diameter of
45 mm. Each disc then has a 1.5 mm deep, 8 mm diameter area
machined away to provide space for the piezoelectric element
to be press fit into place. Next, two grooves are cut into each
UHMW disc, 180° offset from one another, extending outward
from the embedded piezoelectric element to allow for electrical
leads to run from the piezoelectric element to the measurement
device. Leads are soldered onto the piezoelectric elements in
a manner that allows the leads to exit the sides of the device.
This allow the upper and lower surfaces to be free from leads or
solder connections and sit flush against the UHMW. One lead is
soldered onto an existing factory tab electrode that extends to the
side of the piezoelectric element, and the other lead is soldered
to a fabricated tab electrode created out of copper tape with
conductive adhesive that is placed on the piezoelectric surface
lacking a factory tab electrode and wrapped to the side of the
device.

Fig. 10. Experimental compression test setup, including (a) MTS 810
servo-hydraulic load frame and (b) close-up view of prototype bearing
inserted into compression fixturing.

It should be noted that UHMW is a difficult material to ma-
chine and fabricating a sample with exact dimensions is chal-
lenging. Also, it is easily damaged by excessive heat or improper
feed rate, so great care must be taken to control the machining
environment [22]. Due to fabrication difficulties, machining in-
consistencies will be experimentally investigated and presented
later in this section. It should also be noted that an eventual self-
powered knee sensor would contain all necessary electronics
and electrical connections embedded within the bearing; how-
ever, the prototype in this paper only contains an embedded
piezoelectric device, which requires electrical connections to
external equipment.

B. Compression Testing Setup

An MTS 810 servo-hydraulic load frame (MTS Systems
Corp.) is employed in order to conduct uniaxial compression
testing, as illustrated in Fig. 10. The force profile predicted by
OpenSim (shown previously in Fig. 3) is used as the input to
the load frame. PID control parameters are tuned in the load
frame controller software in an attempt to achieve the desired
profile. Due to mechanical limitations of the machine, accurate
replication of the desired load profile is impossible; therefore,
some discrepancies will be present. The desired load profile and
the load profile achieved by the MTS load frame are compared
and plotted in Fig. 11 (note, both time and gait percentage are
shown for clarity). In this figure, it can be seen that the MTS
load frame tracks the desired load profile well; however, there
are some areas where the force changes at a higher rate than
the load frame is able to follow. It is expected that experimental
data in these regions will have slight discrepancies in the voltage
produced when compared to model predictions.

Compression tests are conducted in order to determine the
voltage output across a series of load resistances, ranging
from ∼100 kΩ to ∼1 MΩ in order to validate the FE and
electromechanical models. Using a National Instruments
NI-9215 data acquisition card, the voltage output of the PZT
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Fig. 11. Comparison of load profile generated by OpenSim and
achieved by MTS test frame.

across a load resistance (achieved using carbon film resistors)
is acquired during compression testing and the applied force
profile is recorded directly using the MTS load frame software,
both at a rate of 1024 Hz.

C. Comparison of Modeling and Experimental Results

Preliminary experimental measurements showed a low
signal-to-noise ratio, which prompted further investigation be-
fore comparison of experimental measurements with model pre-
dictions. Digital filtering was performed in an effort to reduce
unwanted noise in the measurement signal, which resulted in
improved measurements; however, signal levels were still much
lower than expected. Upon further investigation, it was observed
that the fabricated sample geometry deviated from the target ref-
erence geometry. In fact, the most difficult part of the sample
fabrication is removing material to form the pockets where the
PZTs are placed in the UHMW discs. Measured dimensions
from several fabricated samples show that the pocket depth ex-
hibits some deviation from the reference dimension. After ex-
perimentation with several fabricated samples, the chosen sam-
ple had a total pocket depth of 2.92 mm whereas the reference
pocket depth was 3 mm. This difference resulted in producing
a gap of 0.08 mm between the UHMW bearing halves after
installation of the PZT transducer. Initial testing and modeling
for this sample showed a higher generated voltage and greater
signal-to-noise ratio compared to the reference geometry (due to
higher force transferred to the PZT), thereby providing a more
suitable platform to evaluate the modeling and experimental re-
sults. Due to the higher electromechanical performance of this
sample compared to the reference geometry, it was considered
the ideal geometry in this study.

Results of both simulation and experimental testing are pre-
sented in Fig. 12. Using the modeling framework described in
Section III, simulation of the voltage generated across a range
of load resistances (considering the geometry discussed earlier
with a 0.08 mm gap between the two UHMW halves) subject
to the predicted tibiofemoral force are given in Fig. 12(a). The
geometry and material properties provided in Table I are used

Fig. 12. Generated voltage for uniaxially loaded embedded piezoelec-
tric element in UHMW with 80 μm gap obtained from (a) simulation and
(b) experiment.

in the simulations. As expected, the predictions show modu-
lating voltage output corresponding to the applied load pro-
file and monotonically increasing voltages with increasing load
resistance.

Experimentally measured voltage histories are given in
Fig. 12(b). The same set of load resistances used in the sim-
ulations are also used in the experiments for comparison pur-
poses. Comparing the modeling and experimental results, it can
be seen that the experimental data has several small fluctuations
that do not appear in the simulation results.

This phenomenon can be attributed to the low-amplitude,
high-frequency fluctuations in the force profile generated by the
closed-loop control electronics of the load frame (not shown in
Fig. 11 due to relatively low sampling rate of the load frame).
In addition, the measured force applied to the piezoelectric
transducer is calculated using the experimentally captured
voltage signal for the 1 MΩ load resistance shown in Fig. 12(b)
along with (1). The measured force profile is compared to the
profile obtained from FE analysis in Fig. 13. The voltage signal
and force results show that the model and experiment match
quite well with only small errors that can be partially attributed
to the nonlinear behavior of UHMW [37] and partially
attributed to geometric simplifications and assumed boundary
conditions in the FE model. Overall, the model predictions
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Fig. 13. Comparison of force profile on the piezoelectric measured by
PZT (experiment) and obtained from simulation.

Fig. 14. Voltage output data for 4 UHMW samples with embedded
piezoelectric element.

match the experimental measurements well, thereby validating
the modeling framework utilized in this paper. Furthermore, it
should be noted that these levels are satisfactory for recording
with standard analog-to-digital converters that can be employed
in an embedded knee load sensing circuit.

D. Fabrication Variation

After the initial data set was recorded, additional samples
were fabricated to have a larger sample size for more robust
results. Upon preliminary testing, it quickly became clear that
slight changes in the machining of the pockets in the UHMW
discs had drastic effects on the voltage output. To determine the
significance of the effect of pocket depth, additional compres-
sion tests were run with four different UHMW disc assemblies
with encapsulated piezoelectric elements. The piezoelectric ele-
ment used in this study has a height of 3 mm. The ideal height for
the machined UHMW pocket is considered 2.92 mm to ensure
a preexisting gap and adequate contact, as discussed previously
in Section IV-C. A load resistance of 1.01 MΩ was used for all
testing. The results of these tests can be seen in Fig. 14. The total
pocket depth for each UHMW sample can be seen in Table II. It
is necessary to note that the test results presented in the previous
sections belong to UHMW Sample #1. The depth of the pocket
machined in the UHMW sample clearly has a remarkable effect

TABLE II
POCKET DEPTH OF UHMW SAMPLES

UHMW Sample # Pocket Depth (mm)

1 2.92
2 2.88
3 2.90
4 2.96

on the voltage output. If the pocket depth is too shallow, as seen
in Fig. 14 for UHMW Sample #3, the UHMW does not absorb
the anticipated percentage of the load as the load path travels
primarily through the piezoelectric element since the top portion
of the UHMW does not completely contact the lower portion
of the UHMW (a gap remains even after application of load).
While this results in higher voltage generation, it also results
in larger stress concentrations developing within the bearing,
which could cause premature failure. Conversely, if the pocket
depth is close to the reference geometry, as seen in Fig. 14 for
UHMW Sample #4, the UHMW absorbs a higher portion of
the load as the top and bottom pieces of UHMW apply little
compressive force to the embedded transducer (the gap closes
and the UHMW absorbs much of the load), and the voltage
output suffers. This figure clearly shows that very tight machin-
ing tolerances must be observed in order to achieve predictable
output.

V. CONCLUSION

This research investigates the development of self-powered
TKR sensors by embedding piezoelectric ceramic transducers
into the UHMW tibial bearing of a TKR unit to measure forces
in the knee intraoperatively and postoperatively, as well as to
harvest energy to power embedded data acquisition and trans-
mission circuitry. In this study, a simplistic design consisting of
a single piezoelectric transducer embedded in a UHMW disc is
studied. It should be noted, however, that the envisioned fully
functional conceptual design will contain four or more transduc-
ers embedded in the polyethylene bearing for accurate sensing
of force amplitude and location.

First, a three-phase modeling framework consisting of
biomechanical modeling, FE modeling, and electromechanical
modeling is established to simulate and predict the electrome-
chanical performance of the simplistic system for an average
sized man under normal walking gait. Simulation results show
that a monolithic piezoelectric transducer generates 0.5 V peak
under a 1.01 MΩ resistor and 3 μW of average power at a
relatively high matched load resistance of 428 MΩ. In order to
reduce the matched load resistance, a stack transducer with the
same overall dimensions is employed to re-simulate the perfor-
mance of the system. As a result of a parametric study on the
number of layers of the piezoelectric stack, a 40-layer stack is
chosen. Modeling results show that a peak voltage of 2.3 V for a
1.01 MΩ load resistor and 3 μW of average power at a matched
load resistance of 263 kΩ are generated. Furthermore, these
results show that 12 μW of average power can be generated by a
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system containing four embedded stacks. Based on the literature,
this power level is deemed sufficient to power a low-power sen-
sor for use in in vitro and in vivo data collection in TKR patients.

Next, several samples are fabricated for experimental model
validation, each including two UHMW bearing halves and an
encapsulated wired monolithic PZT ceramic. Due to fabrication
difficulties, the pocket depth in the fabricated samples does not
match the reference geometry. Considering this issue, a sample
with 80 μm shallower pocket in the UHMW bearing, which
generates a gap between the two bearing halves, is chosen for
analysis.

Results obtained from uniaxial compression testing for em-
bedded monolithic PZT-5A piezoelectric samples show good
agreement with simulation results, thus validating the modeling
framework developed in this paper. Finally, the consistency of
the fabricated samples is investigated by compression testing of
four samples. Testing results show that the depth of the PZT
pocket in the UHMW bearing has a remarkable effect on the
electromechanical output of the system. Overall, the results pre-
sented in this paper show promise for embedded piezoelectric
transducers to create autonomous, self-powered in vivo knee im-
plant force sensors. Future studies are in progress to investigate
the effects of different material and dimensional parameters on
the performance of the proposed system, as well as the dura-
bility of the UHMW bearing and embedded sensor, in order to
achieve an optimized design of the instrumented knee implant.
Furthermore, the biocompatibility of the embedded sensory sys-
tem will be investigated through exploration of biocompatible
transducer packages such as PICMA©R transducers (PI Ceramic
GmbH) and encapsulation in biocompatible compounds such as
Polydimethylsiloxane (PDMS).
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